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Abstract. The adverse health effects associated with ambi-
ent aerosol particles have been well documented, but it is still
unclear which aerosol properties are most important for their
negative health impact. Some studies suggest the oxidative
effects of particle-bound reactive oxygen species (ROS) are
potential major contributors to the toxicity of particles. Tra-
ditional ROS measurement techniques are labour-intensive,
give poor temporal resolution and generally have significant
delays between aerosol sampling and ROS analysis. How-
ever, many oxidising particle components are reactive and
thus potentially short-lived. Thus, a technique to quantify
particle-bound ROS online would be beneficial to quantify
also the short-lived ROS components.
We introduce a new portable instrument to allow on-
line, continuous measurement of particle-bound ROS us-
ing a chemical assay of 2′7′-dichlorofluorescein (DCFH)
with horseradish peroxidase (HRP), via fluorescence spec-
troscopy. All components of the new instrument are attached
to a containing shell, resulting in a compact system capable
of automated continuous field deployment over many hours
or days.
From laboratory measurements, the instrument was found
to have a detection limit of ∼ 4 nmol [H2O2] equivalents
per cubic metre (m3) air, a dynamic range up to at least
∼ 2000 nmol [H2O2] equivalents per m3 air and a time res-
olution of ≤ 12 min. The instrument allows for ∼ 16 h auto-
mated measurement if unattended and shows a fast response
to changes in concentrations of laboratory-generated oxi-
dised organic aerosol. The instrument was deployed at an
urban site in London, and particulate ROS levels of up to
24 nmol [H2O2] equivalents per m3 air were detected with
PM2.5 concentrations up to 28 µg m−3.
The new and portable Online Particle-bound ROS Instru-
ment (OPROSI) allows fast-response quantification; this is
important due to the potentially short-lived nature of particle-
bound ROS as well as fast-changing atmospheric conditions,
especially in urban environments. The instrument design al-
lows for automated operation and extended field operation
with twice-daily presence of an operator. As well as hav-
ing sensitivity suitable for ambient level measurement, the
instrument is also suitable at concentrations such as those re-
quired for laboratory and chamber toxicological studies.
1 Introduction
The adverse health effects associated with atmospheric
aerosol particles have been well documented in epidemio-
logical studies and further supported with biological cell cul-
ture/in vivo studies; there is a widely accepted association
between higher ambient aerosol particle levels and increases
in hospital admissions and deaths due to respiratory disease,
cardiovascular disease and cancer (Brunekreef and Holgate,
2002; Dockery et al., 1993; Kunzi et al., 2013; Laden et al.,
2006; Lepeule et al., 2012). Due to the large variability in
ambient particulate matter, it is still unclear which physical
or chemical properties are most important for these negative
health effects. Previous studies have suggested particle size,
transition metal levels and elemental carbon levels to be bet-
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ter indicators than simple particle mass concentration (Godri
et al., 2010; Kelly and Fussell, 2012; Koike and Kobayashi,
2006; Oberdorster et al., 2005).
For example, particle size has been strongly correlated
with negative health effects due to increased deposition in
the alveolar region of the lung, specialised for gas exchange
and lacking the cilia-hair clearance system found in the up-
per respiratory system. Particles with aerodynamic diameter
smaller than 2.5 µm (PM2.5 hereafter) are more likely to de-
posit in this susceptible lower region of the lung than larger
particles are, thus increasing their likely health impact (Ober-
dorster et al., 2005).
A number of previous studies have highlighted the ox-
idising capacity of particulate matter as being a potential
major cause of their toxicity, particularly with reference to
particle-bound or particle-induced reactive oxygen species
(ROS), defined here as including families of oxygen-centred
or oxygen-related free radicals (e.g. HO·, HOO· or ROO·),
ions (e.g. HOO-) and molecules (e.g. H2O2, organic and in-
organic peroxides) with oxidising properties (Borm et al.,
2007; Donaldson et al., 2003; Kramer et al., 2016; MacNee
and Donaldson, 2003; Morio et al., 2001; Pryor and Church,
1991; Stevanovic et al., 2013; Wang et al., 2013). It has been
argued that deposition of aerosol-bound ROS in the lung,
or ROS generation upon particle deposition in the lung, can
lead to a depletion of anti-oxidants naturally present in the
lung-lining fluid. This depletion, defined as oxidative stress,
can result in an immune response, such as inflammation and
proliferation of defence cells. Subsequent cell damage and
chronic inflammation may result in increased prevalence of
disease, e.g. chronic obstructive pulmonary disease, asthma
and cardiovascular disease (Brunekreef and Holgate, 2002;
Dockery et al., 1993; Hart et al., 2015; Lepeule et al., 2012;
Oberdorster et al., 2005; Puett et al., 2014).
Whether it be the formation of ROS in situ after particle
deposition in the respiratory tract (e.g. through the interac-
tion with transition metal ions and inorganic aerosol) or ROS
that are already present on respirable particles to which we
are exposed (e.g. organic radicals or peroxides), cell culture
studies show there is correlation between the overall oxida-
tive capacity of aerosol particles and their negative effect on
human health (Brunekreef and Holgate, 2002; Steenhof et al.,
2011; Tong et al., 2016).
Little is known about ROS in the organic fraction of am-
bient aerosol, despite the fact that they often make up more
than 50 % of submicron aerosol mass (Jimenez et al., 2009).
A potential major contributor to PM-induced health con-
cerns could be water-soluble particle-bound ROS (e.g. per-
oxides, hydroperoxides, peroxy acids or radicals) in the or-
ganic aerosol fraction. A number of studies have attempted
to estimate total peroxide content in organic aerosols, leading
to the conclusion that peroxides are a significant fraction (10
to > 50 %) of aged, oxidised, i.e. atmospherically processed,
organic aerosol (Docherty et al., 2005; Hasson and Paulson,
2003; Kramer et al., 2016; Mertes et al., 2012; Vesna et al.,
2009; Ziemann, 2005). A main difficulty in analysing organic
peroxides and ROS in general in aerosols is the lack of ap-
propriate analytical methods for a reliable quantification.
It could be argued that the most representative measure
of PM-related negative health effects would be via direct in
vivo or in vitro exposure. However, these methods are lim-
ited by a number of factors, including expense, ethics, re-
quired measurement timescale, limited suitability for field
studies and often the requirement to collect large amounts
of aerosol mass. Alternatively, chemical, acellular, detection
methods can provide suitable proxies for the effect of ex-
posure to living tissue. The advantages of such acellular de-
tection methods include reduced labour, increased portability
especially for field studies, and increased adaptability to dif-
ferent sources and conditions. Chemical combinations can be
adjusted to focus on different chemical properties potentially
linked to the health effects of aerosol. If coupled with biolog-
ical aerosol exposure methods, this ability to select and mea-
sure specific chemical properties should allow comparisons
to overall toxicity to living tissue, ultimately providing in-
formation about which chemical properties are most closely
linked to aerosol toxicity.
Traditional offline acellular aerosol sampling methods for
ROS analysis rely on particles being collected on filters or
impactors, followed by subsequent solvent extraction steps
and chemical analysis, and can often take hours to days from
sample collection to analysis, or substantially longer if stor-
age steps are also considered (Godri et al., 2011; Venkat-
achari et al., 2005; Verma et al., 2011). But ROS are of-
ten not stable or long-living (e.g. ROOH, R·, RO·x species
in particular), so such slow and time-consuming offline pro-
cesses may not be best suited to determine their atmospheric
concentrations, leading to potentially significant underesti-
mates of ROS concentrations. This is supported by an earlier
study in which we showed ROS concentrations in laboratory-
generated oxidised organic aerosol decreased by a factor of
5–10 within 15 min of collection of a sample on a filter, sug-
gesting offline techniques may fail to capture the short-lived,
labile, fraction of ROS, instead capturing only the longer-
lived, less labile, fraction (Fuller et al., 2014). Further short-
falls of offline techniques include typical procedures remain-
ing labour- and resource-intensive, and the resulting data
having poor temporal resolution. Thus, faster, online tech-
niques would be more suited for reliable quantification of
these reactive species.
Attempts have been made to create systems with im-
proved temporal resolution relative to offline filter tech-
niques. Wang et al. (2011) and King and Weber (2013) built
systems utilising the established fluorescence probe 2′7′-
dichlorofluorescein (DCFH) in conjunction with catalytic en-
zyme horseradish peroxidase (HRP) via fluorescence spec-
troscopy. The Wang et al. (2011) system includes the Parti-
cle Into Liquid Sampler as a central component, which re-
lies upon introduction of steam of at least 100 ◦C. This could
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Figure 1. Schematic diagram of the new portable Online Particle-bound ROS Instrument (OPROSI), comprising four labelled subunits:
(1) the aerosol-conditioning subunit enables removal of particles > 2.5 µm, automated blank measurement and removal of gases such as
volatile organic compounds and ozone; (2) the particle collection subunit allows collection of particles into liquid phase, allowing soluble
ROS to be extracted; (3) the liquid-conditioning subunit provides suitable time and temperature for the reaction between the DCFH–HRP
assay and extracted ROS components; and (4) the detection subunit records fluorescence intensity of the assay upon reaction with the sample.
interact with highly reactive and labile species, potentially
introducing artefacts into the ROS measurement.
We further developed the technique by Wang et al. (2011)
and introduced mild ROS extraction conditions during par-
ticle collection, thus reducing potential artefacts due to de-
composition of labile ROS components at elevated extrac-
tion temperatures (Fuller et al., 2014). The described system
allowed online measurement with a particle collector that en-
abled samples to be scavenged by the assay within seconds
of entering the system, increasing the likelihood of very short
lived ROS also being quantified.
This study describes significant further development and
integration of our online ROS quantification technique into a
compact and portable online ROS instrument capable of au-
tomated, continuous, multi-hour, highly time-resolved mea-
surement suitable for extended field deployment.
2 Methods
The new Online Particle-bound ROS Instrument (OPROSI)
comprises four main subunits, as depicted in Fig. 1. The
aerosol-conditioning subunit enables automated blank mea-
surement, removal of particles > 2.5 µm and removal of
gases such as volatile organic compounds and ozone; the
particle collection subunit allows collection of particles into
liquid phase, allowing water-soluble ROS to be extracted;
the liquid-conditioning subunit provides suitable time and
temperature for the reaction between the DCFH–HRP as-
say and extracted ROS components; and the detection sub-
unit records fluorescence intensity of the assay upon reaction
with the sample. A more detailed description of the instru-
ment and its performance is given below but is preceded by
a brief description of the chemical reaction system used to
quantify ROS (further detail of the chemical system is pro-
vided in Fuller et al., 2014).
The chemical reaction system used to detect ROS is based
on the reaction of ROS with HRP (Type VI, Sigma Aldrich, 1
unit mL−1, 10 % phosphate buffer solution (PBS)). An aque-
ous HRP solution is pumped at 1 mL min−1 into the parti-
cle collector (Fig. 1). In the particle collector the HRP so-
lution spray is mixed with the airflow continuously pumped
through the particle collector. Water-soluble ROS in aerosol
particles are extracted and react with HRP. This particle
extract/HRP solution is pumped away and then combined
with an aqueous DCFH solution (10 µM, 10 % PBS), also
pumped at 1 mL min−1, and the combined mixture passes
through a reaction coil (heated to 40 ◦C) for 10 min, where
the concentrations of DCFH and HRP are now 5 µM and 0.5
units mL−1, respectively, and where the oxidised HRP re-
acts with DCFH, yielding fluorescent product DCF. The so-
lution is then pumped through the fluorescence spectroscopy
continuous-flow cell to quantify the amount of DCF gen-
erated, which correlates with the amount of ROS extracted
from the aerosol particles.
All of the instrument components in Fig. 1 are bolted
within or onto a metal shell 60×50×25 cm in size (adapted
from a RS wall-mounted enclosure), with the vacuum pump
being the exception, to avoid vibrations within the instru-
ment. Figure 2a and b show photographs of the instrument
and all components therein. Figure 2a shows the exterior, to
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Figure 2. The exterior (a) and interior (b) of the new OPROSI. All components shown are attached and integrated into, or onto, a portable
box (60× 50× 25 cm) to allow easier deployment for field studies.
which the charcoal denuder, silica gel drier and mass flow
controller are attached. The silver compartment to the right
is the liquid enclosure, separating large quantities of liquid
from the electronics found inside the main enclosure. This
separate compartment also allows chemical containers to be
refilled and the waste container to be emptied without need-
ing to open the main enclosure lid, thus reducing distur-
bance of the instrument’s internal conditions during contin-
uous measurement; the chemical containers can be filled di-
rectly from openings at the top, and the waste container can
be emptied using the waste tap visible in the bottom right of
Fig. 2a. The chemical containers connect to the pumps of the
liquid system in the main enclosure via quick-release con-
nections, allowing for quick and easy removal for cleaning
or refilling.
Figure 2b shows the interior of the instrument. Conditions
are stable and standardised between different experiments as
a result of this enclosed set-up, giving increased tempera-
ture stability, better maintained dark conditions and no posi-
tional changes of components. Another important benefit of
the compact and fixed shell structure is relatively easy move-
ment of the instrument between measurement locations for
laboratory or field experiments.
Aerosol samples are drawn into the instrument at
5 L min−1 through the aerosol-conditioning unit, which con-
sists first of a stainless-steel cyclone (2.5 µm cut-off at
5 L min−1, URG-2000-30E-5-2.5-S, URG), thus removing
particles > 2.5 µm from the sampled air. The sample then
comes to a three-way solenoid valve (M443W2DFS-LV-132,
IPS) which can be controlled to send the sample flow down
one of two routes. One route, normally open, leads straight to
a custom-built activated-charcoal denuder (NORIT® SUPRA
pellets, Sigma Aldrich), which removes oxidising gases, be-
fore the flow is then directed to the particle collector. The
second route, normally closed, leads to a high-efficiency par-
ticulate air filter (HEPA CAP 75, Whatman), which removes
aerosol particles before re-joining the original route prior
to the charcoal denuder. This second route allows for blank
measurements to be taken in order to account for fluores-
cence that is not due to aerosol-bound ROS. As the solenoid
valve can be controlled via computer software, blank mea-
surements can be started and stopped automatically at timed
intervals, e.g. during long unattended experiments, to assess
whether the blank/background fluorescence changes with
time.
After passing through the charcoal denuder, the aerosol
particles enter the custom-built particle collector, described
in detail in Fuller et al. (2014) and based on designs by
Takeuchi et al. (2005). The particle collector allows the ex-
traction of water-soluble components of aerosol under mild
conditions (i.e. room temperature) and within seconds of en-
tering the particle collector. In the particle collector (PEEK)
the aerosol sample flow (5 L min−1) is combined with the
flow of liquid horseradish peroxidase (1 mL min−1) to form
a fine spray of collection solution (Fig. 3). Should water-
soluble ROS not be extracted at the initial spray-formation
stage, they will further come into contact with the HRP solu-
tion at the filter stage within the particle collector. This con-
sists of a paper filter (25 mm, Whatman Type 1) resting on
a PEEK mesh support to assure a constant and uniformly
wet filter. From the liquid catchment area, adapted from a
glass syringe, the combined HRP and aerosol extract solu-
tion is pumped away continuously to be later combined with
DCFH. At an air flow rate of 5 L min−1 and liquid flow rate
of 1 mL min−1, the particle collector has an efficiency greater
than 95 % for aerosol particles > 100 nm, falling to 50 % for
50 nm particles (Fuller et al., 2014).
For automation of the particle collector subunit to be
achieved, the liquid height must remain constant in the catch-
ment syringe regardless of potential fluctuation or drift in
flows from pumps 1 and 2. This ensures the extracted sample
keeps a constant liquid volume, and thus mixing and reaction
time, within the catchment syringe. A new method is intro-
duced to provide an automated process for maintaining this
constant volume. Figure 3 describes the new addition of op-
tical sensors (OPB720, Optek) alongside the catchment sy-
ringe, which, when coupled with a chemically inert reflec-
tive floating object at the liquid–air barrier, allows the liquid
level height to be detected and subsequently controlled via
feedback to pump 1 settings. The device is made from chem-
ically inert Teflon and is torus-shaped to reduce interference
with falling liquid extract drops. The instrument uses three
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Figure 3. Schematic diagram of the particle collector allowing col-
lection of particle-bound, water-soluble ROS components under
mild extraction conditions. Addition of the reflective optical sensor
system allows liquid height to be detected, controlled and kept con-
stant, thus allowing automated measurement for extended periods
of time under constant reaction conditions.
identical diaphragm pumps (STEPDOS 03, KNF) to pump
the HRP solution, the aerosol extract and the DCFH solution,
as indicated in Fig. 1.
After the particle collector, the aerosol extract/HRP so-
lution (1 mL min−1) is combined with the DCFH solution
(1 mL min−1), as shown in Fig. 1. The liquid flow then en-
ters a thermally stabilised Teflon reaction coil (3.175 mm
OD, 1.5 mm ID) where the DCFH reacts with the HRP for
10 min in a sealed ethylene glycol bath (heated to 40 ◦C),
leading to the production of fluorescent dye DCF. The bath
is heated using an externally applied heat pad and controlled
using a proportional–integral–derivate (PID) controller (Ve-
mer thermoregulator) and an internal, liquid-resistant, ther-
mistor (NTC liquid probe, 150 c, RS). A second thermistor
(10K3A1) is placed on the external surface of the bath to
track the temperature data. The bath is surrounded with in-
sulation foam to retain heat and reduce temperature fluctua-
tions.
The solution is then pumped through a custom-built
continuous-flow fluorescence spectroscopy cell to quantify
the DCF formed in the reaction coil. The flow cell (black ac-
etate) has a vertical flow channel (5 mm diameter, 0.6 mL to-
tal volume) where excitation light from a light-emitting diode
(LED) (470 nm, Luxeon Rebel Star on CoolBase) is deliv-
ered via an optic fibre and collimating lens (Ocean Optics)
through a quartz rod (25 mm× 3 mm, UQG OPTICS). Flu-
orescent emission by DCF at 522 nm is transferred via an-
other quartz rod, collimating lens and optical fibre coupled
to an optical spectrometer (Ocean Optics USB2000+; 200–
800 nm). The quartz rods act as light channels between the
sample flow channel and the collimating lens–optical fibre
coupling. The flow channel is vertical at the detection point
to allow any air bubbles to pass this point as quickly as pos-
sible and reduce potential disturbance of the continuous flu-
orescence detection.
The LED source is mounted directly onto the cold plate
of a thermoelectric cooler (TECooler) heat pump assembly
(Thermo Electric Devices) to maintain the LED system at a
constant temperature. The cold plate and LED are enclosed
in a black acetate enclosure and insulating foam, reducing
heat transfer to surroundings. The heat pump removes excess
heat via a fan. This also circulates external air through the
instrument to reduce its internal temperature.
All data obtainment and electronic hardware control are
enabled using LabVIEW (National Instruments) and a lap-
top. A multi-channel voltage data logger (1216 series Pi-
coLog, PICO Technologies) is used to collect analogue data
from the thermal bath, TECooler, various instrument ther-
mistors and the syringe optical sensors. It also allows digi-
tal control of the solenoid valve and LED driver. All electri-
cal components are powered by USB interface with the lap-
top, or else via compact and enclosed power supplies (Traco
Power TXM Series, TDK Lambda LS Series) fed by one
standard mains plug.
3 Results
3.1 Response of chemical assay to atmospherically
relevant compounds
Calibration of the instrument’s chemical assay, liquid-
conditioning and detection systems is achieved using aque-
ous solutions of known concentrations of ROS model hy-
drogen peroxide (H2O2). The standard calibration set-up is
adjusted from that shown in Fig. 1, to bypass the aerosol-
conditioning unit and the particle collector: Teflon tubing
connects the HRP bottle directly to pump 2; the DCFH bot-
tle is replaced by a series of 20 mL vials containing DCFH
(same concentration as described before) and H2O2 (varying
concentrations). For H2O2 calibration, the instrument runs
continuously while different H2O2 concentrations are intro-
duced by switching vials every 15 min. Figure 4 shows an ex-
ample of data obtained from such an experiment, with H2O2
solutions at 0.025–1.0 µM. The error bars show the standard
deviation of data obtained at each concentration. This method
allows calibration to take place with minimal changes to the
fixed instrument, requiring only the addition of a single piece
of Teflon tubing within the main enclosure, thus increasing
www.atmos-meas-tech.net/9/4891/2016/ Atmos. Meas. Tech., 9, 4891–4900, 2016
4896 F. P. H. Wragg et al.: An automated online instrument to quantify aerosol-bound ROS
Figure 4. Example OPROSI calibration plot with standard ROS
compound hydrogen peroxide and peroxide peracetic acid.
the ease with which calibration can be performed under field
measurement conditions.
Using the same method, the DCFH–HRP assay has been
tested with, and responded positively to, other water-soluble
ROS compounds (organic peroxides and peracids) such as
peracetic acid and tert-butyl hydroperoxide. The response to
peracetic acid, also shown in Fig. 4, was found to be 1.50±
0.03 times weaker than that to H2O2. The assay response to
tert-butyl hydroperoxide was found to be 19.30± 2.05 times
weaker than that to H2O2. The assay showed no response
to acetic acid (tested up to 100 µM), a non-ROS carboxylic
acid compound, suggesting similar non-ROS compounds in
aerosol particles would not affect the assay’s reactivity.
It should be noted that this continuous-flow system pro-
vides an effective time limit to the reaction; the measured re-
action will only occur within the 10–15 min before the flow
reaches the fluorescence detection point. If the response of
the assay to a particular species is too slow, the reaction be-
tween species and assay may not reach completion before
the flow enters the detection cell. Using no-flow systems,
this 10–15 min was found to be adequate for quick-reacting
species such as H2O2 and peracetic acid. However, sterically
protected peroxy groups, such as those found in tert-butyl
hydroperoxide, reacted more slowly. Therefore, the ROS sig-
nal measured in aerosol samples of unknown ROS compo-
sition should be interpreted as quantification mainly of the
fast-reacting ROS fraction, with slowly reacting ROS com-
ponents contributing less to the overall measured ROS con-
centration.
3.2 Laboratory measurement of oxidised secondary
organic aerosol
In an experiment to show the measurement capability of the
instrument over an extended period of several hours, a flow-
tube system was used to create oxidised secondary organic
aerosol (SOA) via ozonolysis of α-pinene. This is a well-
established and reliable method to create SOA with constant
concentrations over many hours (Kroll and Seinfeld, 2008;
Lee et al., 2006). A schematic of the system used is shown in
Fig. 5, and results are given in Fig. 6.
As shown in Fig. 5, ozone was generated by passing syn-
thetic air (zero-grade synthetic air, BOC), 0.3 L min−1, over
an ozone-generating ultraviolet (UV) lamp (SOG1, 184 nm),
exposure to which was adjusted via an internal UV shield.
This flow was combined with a flow of α-pinene-laden syn-
thetic air, 0.3 L min−1, in a 2 L glass tube, giving a reac-
tion time of ∼ 5 min, leading to the formation of α-pinene
SOA. The oxidised aerosol was then passed through an acti-
vated charcoal denuder to remove excess ozone and organic
gaseous species. This was put in place in addition to the per-
manent denuder of the instrument in order to reduce the pos-
sibility of saturation at unusually elevated ozone concentra-
tions over many hours. The SOA flow was then diluted with
nitrogen, 5 L min−1. Particle-bound ROS measurements via
the OPROSI were performed in parallel with particle size
distribution measurements using a scanning mobility parti-
cle sizer (SMPS), allowing comparison between changes in
aerosol mass and changes in reported aerosol ROS content.
The fluorescent spectrometer recorded an average of 100
spectra (200–800 nm) every 1.0–1.5 s. The SMPS recorded
scans every 3 min and comprised a TSI model 3081 differen-
tial mobility analyser (DMA) and a 3776 condensation par-
ticle counter (CPC), set to a sampling rate of 0.3 L min−1
and a DMA sheath flow of 3.0 L min−1. Particle number size
distribution data (14–670 nm) were obtained using TSI AIM
software and converted to particle mass concentration using
1 g cm−3 as the assumed density of the oxidised aerosol.
Figure 6 shows data from this α-pinene ozonolysis exper-
iment, demonstrating operation over ∼ 5.5 h and with vary-
ing aerosol concentration (∼ 9–120 µg m−3). The dotted red
line shows the SOA mass concentration values obtained by
the SMPS, and the black line shows OPROSI fluorescence
intensity due to ROS components in the extracted aerosol
sample. The bulk of the experiment shows how the instru-
ment responds to changing total aerosol mass concentration
(achieved by altering the exposure to the UV lamp). In-
creased aerosol mass, via increased lamp exposure and thus
increased oxidised SOA formation, leads to an increased flu-
orescence reading.
The shaded areas in this period correspond to times when
the HEPA filter was put in line in the aerosol-conditioning
unit, described above and shown in Fig. 1. During these pe-
riods, any aerosol, and thus any aerosol-bound ROS, is re-
moved from the sample after entering the instrument, reduc-
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Figure 5. Experimental set-up to produce and measure varying concentrations of oxidised secondary organic aerosol (SOA) via ozonolysis
of α-pinene. An ozone-generating lamp was used to enable generation of α-pinene SOA in the flow tube. The exposure of the lamp was
adjustable with an internal UV shield, enabling a range of aerosol masses to be measured and tested for ROS concentration.
Figure 6. Data from α-pinene ozonolysis SOA laboratory experi-
ment, showing the OPROSI response to changes in mass concentra-
tion of oxidised aerosol. The time periods highlighted in grey were
when a HEPA filter was in line, resulting in an OPROSI blank mea-
surement.
ing the fluorescence reading to blank levels. Over a num-
ber of different tests with similar experimental systems,
the OPROSI was found functional with tested values up to
425 µg m−3 oxidised SOA and ∼ 2000 nmol [H2O2] equiva-
lents per m3 air. The automated process of switching between
sample measurement and blank measurement over a period
of many hours gave repeatable values with good stability
and variability. Full liquid bottles provide∼ 16 h of measure-
ment, which can be split between blank and sample measure-
ment, depending on the specific requirements of each exper-
iment. When measuring unknown samples of aerosol-bound
ROS for long periods of time, occasional blank measure-
ments should be taken to follow trends in their values. For
example, a 16 h total measurement time period could consist
of 12–14 h sample measurement and 2–4 h blank measure-
ment. Potential time-dependent discrepancies between dif-
Figure 7. ROS concentration (OPROSI) compared with mass con-
centration of α-pinene SOA particles (SMPS). Increased mass con-
centration of oxidised SOA was found to correlate with increased
ROS concentration.
ferent blank measurement periods could derive from e.g. a
drifting of assay reactivity over time or from charcoal de-
nuder efficiency lessening over time.
Raw fluorescence data were then blank-subtracted and
converted from fluorescence units (counts) into ROS concen-
tration units (nmol [H2O2] equivalents per m3 air) using data
from a H2O2 calibration curve (Fig. 4), the gas flow rate at
the particle collector and the liquid flow rate at the detection
point, via Eq. (1):
ROS Conc
(
nmol [H2O2] equiv. m−3 air
)
= (1)
ROS Conc
(
nmol [H2O2] equiv. L−1
)× liquid flow rate (Lmin−1)
gas flow rate
(
m3 min−1
) .
Figure 7 shows ROS concentration, in nmol [H2O2] equiv-
alents per m3 air, plotted against SMPS aerosol mass con-
centration for the periods of approximately constant aerosol
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mass during the experiment described above. The measured
ROS concentration showed strong positive linear correlation
with aerosol mass, likely due to the highly oxidised nature of
the SOA produced.
The limit of detection (LOD) was determined via consid-
ering signal stability during an extended period of constant
exposure. Zero-grade synthetic air (BOC) was sampled for a
period of 7 h, and 3 times the standard deviation of measure-
ment over this time period gave a working LOD of 3.85 nmol
[H2O2] equivalents per m3 air. This figure differs from those
stated by others describing DCFH–HRP ROS detection tech-
niques, but this is likely due to varied methods of particle
capture, detection and LOD calculation (King and Weber,
2013; Wang et al., 2011). As observed in Figs. 6 and 7, the
OPROSI is sensitive enough to show significant response to
changes in sample aerosol mass of less than 5 µg m−3, which
suggests sensitivity suitable for ambient conditions.
The time resolution can be determined by considering
the time it takes for the OPROSI detector signal to tran-
sit from one concentration plateau to another upon an in-
stantaneous change in sample concentration. This transition
time is ≤ 12 min, regardless of whether these changes are
due to transition between measuring two different sample
concentrations or due to transition between a blank mea-
surement and a sample measurement (through introduction
and removal of the HEPA filter). Thus, 12 min is a suitable
maximum value for OPROSI time resolution, as tested up
to 425 µg m−3 oxidised SOA. This time resolution should
be sufficient to resolve most expected ROS concentration
changes in the ambient atmosphere.
3.3 Ambient measurement of particle-bound ROS at
an urban roadside site using the OPROSI
Figure 8 shows an example of ROS data during a winter-
time ambient measurement campaign at a Department of En-
vironment Food and Rural Affairs (Defra) Automatic Urban
and Rural Network (AURN) roadside measurement site on
Marylebone Road, London, UK. Measurements were taken
via a 360◦ inlet, ∼ 1 m away from and ∼ 4 m above, the edge
of the roadside. PM2.5 levels were recorded by Defra using a
filter dynamics measurement system–tapered element oscil-
lating microbalance (FDMS-TEOM).
The gaps in the data shown in Fig. 8 correspond to pe-
riods when extended blank measurements were taken. Data
from this campaign show that our new instrument is sensi-
tive enough to detect changes in ambient ROS levels at a pol-
luted urban site in the UK and can measure over a period of
24 h with minimal user interaction (as discussed above). ROS
concentrations of 4–24 nmol [H2O2] equivalents per m3 air
were measured during a ∼ 24 h period with PM2.5 concen-
trations of 5–28 µg m−3 and a range of 0.4–2.7 nmol [H2O2]
equivalents per microgram (µg) [PM2.5]. When comparing
these AURN PM2.5 data to the ROS data, there does appear
to be a potentially weak correlation of their general trends
Figure 8. A ∼ 24 h time series of ambient ROS measurement from
an urban roadside site in central London, UK (Marylebone Road).
Black circles represent 10 min averages of OPROSI data (nmol
[H2O2] equivalents per m3 air); error bars span 1×LOD. Red
squares show hourly averages of PM2.5 (µg m−3).
throughout the 24 h period. Further measurements will be
undertaken during periods of higher photochemistry, i.e. in
summertime, to see what effect this has on the correlation
between ROS measurements and PM2.5 data.
Our recorded ROS concentration of 4–24 nmol [H2O2]
equivalents per m3 air is comparable in magnitude to that
found by Wang et al. (2011) during their 2011 study in
Rochester, New York, USA, in which they stated an aver-
age ROS concentration of 8.3± 2.19 nmol [H2O2] equiva-
lents per m3 air over a period of 7 days; a further three
out of the five other studies mentioned therein were also
comparable, with average campaign values ranging 5.71–
15.10 nmol [H2O2] equivalents per m3 air. King and We-
ber (2013), however, mentioned a number of measurements
below their limit of detection and stated an average ROS con-
centration of 0.26 nmol [H2O2] equivalents per m3 air for
their urban site in Atlanta, USA. At present it is difficult to
determine whether these ROS concentration differences are
due to the location studied, sample studied or differences in
instrument design.
4 Conclusions
A compact instrument, OPROSI, has been designed and
built to be capable of continuous automated and unattended
quantification of particle-bound reactive oxygen species over
many hours using the DCFH–HRP assay. It is contained
within a metal shell for ease of transportation and field mea-
surement deployment. The OPROSI was designed with a
view to making the instrument automated for long periods
of time, as well as to detecting changes over a timescale of
minutes, and will therefore be suitable for health-related air
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pollution studies as well as for atmospheric process stud-
ies. The instrument uses mild aerosol extraction conditions
that should reduce measurement artefacts due to decompo-
sition of labile ROS components. It has a detection limit of
3.85 nmol [H2O2] equivalent per m3 air and a time resolu-
tion estimate of≤ 12 min with laboratory-generated oxidised
aerosol. The OPROSI has shown capability of several days’
successful continual functionality with minimal user interac-
tion (refilling liquid bottles, emptying waste bottle and daily
replacement of the filter within the particle collector) and 12–
14 h sample measurement with no user interaction required.
The new instrument was tested with laboratory-generated
oxidised SOA via α-pinene ozonolysis and showed clear
correlation between ROS intensity and oxidised-SOA mass,
in a range suggesting suitability for ambient, laboratory
and chamber measurements. Ambient measurements were
taken at an urban site in London, UK, which confirmed the
OPROSI is sensitive enough for ambient ROS measurement.
5 Data availability
Data can be made available upon requests to the correspond-
ing author.
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